
T(Room) = 296K <= Measured w/ Thermometer
Note : 293 K = 2.93V

Measurement 1 - 20 Fast Cycles
T1 T2 T3 T4 T5 T6 T7 T8 T9

2.9366 2.9622 2.9644 2.963 2.9564 2.9652 2.9505 2.9424 2.9527
2.9366 2.963 2.9637 2.9622 2.9549 2.9652 2.9505 2.9424 2.9527
2.9366 2.9622 2.963 2.9622 2.9564 2.9644 2.9505 2.9424 2.9534
2.9373 2.963 2.9637 2.9615 2.9549 2.9652 2.9505 2.9432 2.9527
2.9359 2.963 2.9637 2.9622 2.9564 2.9652 2.9498 2.9424 2.952
2.9359 2.963 2.9637 2.9622 2.9556 2.9652 2.9505 2.9424 2.9527
2.9373 2.9622 2.9644 2.9622 2.9556 2.9652 2.9498 2.9432 2.9534
2.9373 2.963 2.9637 2.9622 2.9564 2.9652 2.9498 2.9424 2.9527
2.9373 2.9608 2.9637 2.963 2.9564 2.9644 2.9505 2.9432 2.9534
2.9366 2.9622 2.9637 2.9622 2.9564 2.9652 2.9505 2.9424 2.9527
2.9366 2.9622 2.9644 2.9622 2.9564 2.9644 2.9505 2.9424 2.9527
2.9366 2.9622 2.963 2.9615 2.9564 2.9659 2.9498 2.9424 2.9527
2.9366 2.963 2.9637 2.9622 2.9556 2.9652 2.9498 2.9424 2.9527
2.9366 2.9622 2.963 2.9622 2.9556 2.9652 2.9498 2.9424 2.9527
2.9366 2.9622 2.9637 2.9615 2.9556 2.9644 2.9512 2.9432 2.9527
2.9366 2.9622 2.9644 2.9622 2.9556 2.9652 2.9505 2.9424 2.952
2.9366 2.963 2.9637 2.963 2.9564 2.9652 2.9498 2.9424 2.9527
2.9366 2.963 2.9637 2.9622 2.9564 2.9652 2.9512 2.9424 2.9527
2.9359 2.963 2.963 2.9622 2.9564 2.9644 2.9505 2.9424 2.9527
2.9366 2.9622 2.9637 2.9622 2.9564 2.9652 2.9512 2.9432 2.9527

Standard Deviations
0.000423 0.000564 0.000454 0.000422 0.000528 0.000407 0.000487 0.000355 0.000357

Measurement 2 - 20 Fast Cycles
T1 T2 T3 T4 T5 T6 T7 T8 T9

2.9359 2.9615 2.9637 2.9608 2.9549 2.9644 2.9498 2.941 2.952
2.9359 2.963 2.9637 2.9622 2.9556 2.9644 2.9498 2.9424 2.952
2.9366 2.9622 2.963 2.9615 2.9549 2.9644 2.9483 2.9417 2.9527
2.9359 2.9622 2.963 2.9622 2.9556 2.9644 2.9505 2.9417 2.9527
2.9366 2.9622 2.963 2.9615 2.9549 2.9644 2.9505 2.9424 2.952
2.9359 2.9622 2.963 2.9615 2.9549 2.9652 2.9498 2.9424 2.9527
2.9359 2.9622 2.963 2.9615 2.9549 2.9652 2.9498 2.9424 2.9527
2.9351 2.9622 2.9637 2.9615 2.9556 2.9644 2.9498 2.9417 2.952
2.9366 2.9622 2.9637 2.9622 2.9556 2.9652 2.9505 2.9424 2.9527
2.9366 2.9622 2.9637 2.9615 2.9556 2.9644 2.9505 2.9424 2.952
2.9366 2.9622 2.963 2.9615 2.9556 2.9644 2.9498 2.9424 2.952
2.9351 2.9622 2.963 2.9622 2.9564 2.9652 2.9505 2.9432 2.9527
2.9366 2.9622 2.963 2.9622 2.9556 2.9644 2.9505 2.9424 2.952
2.9366 2.963 2.963 2.9615 2.9556 2.9652 2.9498 2.9424 2.9527
2.9359 2.9622 2.9637 2.9622 2.9556 2.9659 2.9498 2.9432 2.9527
2.9351 2.9622 2.9637 2.9615 2.9556 2.9652 2.9505 2.9432 2.952
2.9359 2.9622 2.9637 2.9615 2.9556 2.9652 2.9498 2.9432 2.9527
2.9373 2.9622 2.9637 2.9622 2.9556 2.9644 2.9505 2.9424 2.9527
2.9366 2.9615 2.963 2.9622 2.9549 2.9652 2.9498 2.9424 2.9527
2.9366 2.9622 2.9637 2.9622 2.9556 2.9652 2.9505 2.9432 2.9527

Standard Deviations
0.000602 0.000345 0.000359 0.000419 0.000397 0.000472 0.000538 0.00059 0.000352
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